Abstract-In 2013, nearly 15 million units of banked blood were transfused in the United States of America alone. Blood shortages are expected to increase globally. Donated blood is not equal due to differences in quality and deterioration rate. There are no methods to detect time-dependent biochemical and biophysical changes of red blood cells (RBCs) or the deterioration rate of donated RBCs. Nine randomly selected RBC units collected by the San Diego Blood Bank were examined for interdonor variability over six weeks of storage. In vitro RBC quality was assessed weekly by conventional biochemical tests including free Hb, K+, ATP, P50, 2,3 DPG, lactate, and pH. Deformability was measured via cell filtration. Briefly, the RBC suspension (10% Hct), was forced through a 5.0-µm pore membrane (106 mm 2 ) at various flow rates. No interdonor variability in biochemical or mechanical parameters was observed at baseline. Interdonor variability in biochemical properties (free Hb, K+, ATP, P50, 2,3 DPG, lactate, and pH) was observed after 14 days of storage. However, significant differences from baseline in RBC mechanical properties (i.e., filterability) were observed as early as 7 days into storage at the lowest flow rates and after 28 days of storage at all flow rates. There was a net decrease in filterability over time for all donors, but the rate at which filterability decreased (i.e., deterioration rates) was different when comparing individual donors. Changes in all biochemical parameters were significant different between donors. These data suggest that filterability is more sensitive to changes in blood quality than conventional biochemical parameters.
I. INTRODUCTION
A CCORDING to the 2013 National Blood Collection and Utilization Report nearly 5 million individuals utilized 15 million units of banked blood [1] . Global blood shortages are expected due to reduced blood donation, a growing elderly population, and the increase in life expectancy. Reports indicate that some donors' RBCs may be poorly storable, and inter-donor variability had been identified as one of the major determinants in variability of RBC post-transfusion recovery [2] . Individual Manuscript received May 12, 2017 ; revised August 16, 2017 ; accepted August 20, 2017 . Date of publication October 5, 2017; date of current version December 29, 2017 . This work was supported by the National Institutes of Health grants from the Heart Lung and Blood Institute under Grant P01-HL110900, Grant R01-HL52684, Grant R01-HL126945, Grant T32-HL007444, and Grant R56-HL123015. This paper was recommended by Associate Editor M. Intaglietta.
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Digital Object Identifier 10.1109/TBCAS. 2017.2749304 donor variability in ATP levels had also been reported [3] . Part of the reason for such inter-donor variability may be differences in metabolic age of donor RBCs upon collection, although other donor-specific factors could be involved. Such factors may include metabolomic changes in RBCs that occur during storage. The issue is further complicated by the RBC properties' dependence on component manufacturer [4] . A recent study tracked the performance of more than 100 transfused units, and reported significant variability in the incremental increase in Hct between RBC units of the same age [5] . Overall, inherent unit-to-unit differences are likely to be a significant confounder to transfusion efficacy with implications not only to transfusion practice, but also on the lack of regulation of RBC products [6] . Current blood transfusion standards set by the Food and Drug Administration limits blood storage to a maximum of 42 days in the proper additive solutions. Some studies show little difference between the effectiveness of blood stored for 20 days and that stored for more than 42 days, while other researchers cite cases of blood that is unsuitable for transfusion despite being stored for significantly less than the 42 day limit [7] . Clearly, there are several conflicting data points; the inconsistencies in relating RBC survival rate to the length of storage demonstrate the need to predict blood quality. Stored RBCs undergo a series of time dependent concomitant biochemical and biophysical changes, known as the storage lesion [8] , [9] . Storage lesion reduces post-transfusion RBC survival and has been linked to a variety of adverse side effects such as microcirculatory complications, transfusionrelated acute lung injury (TRALI), inflammation, organ failure, and mortality [10] - [12] . Current studies are beginning to use time-independent metrics to predict the survival rate of transfused blood based on findings that suggest inter-donor variability as a factor of the rate of the development of storage lesion [13] . The mechanical deterioration of RBCs during storage stems from changes in shape, deformability, and aggregability [14] , [15] , while biochemical changes in ATP, lactate, hemoglobin (Hb), potassium, and 2,3-DPG levels are believed to account for the remaining segments of storage lesion [16] . Differences in RBC ATP levels from different donors have been previously correlated with variations in post-transfusion RBC recovery [17] . Other biochemical parameters, including hematocrit, Hb content, 2,3 DPG concentration, p50 (the concentration of oxygen required for 50% Hb saturation), extracellular potassium, pH, and lactic acid concentration, have been used as a measure of RBC quality [16] . It has been shown that additional facts that can influence post-transfusion RBC recovery include 1932-4545 © 2017 IEEE. Personal use is permitted, but republication/redistribution requires IEEE permission.
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the metabolic age of the donor RBCs, as well as the age, gender, race, and overall health of the donor [2] . RBC deformability is closely correlated with the quality of transfused RBCs [18] . One relatively simple method of quantifying RBC deformability is performed by measuring the cells' ability to perfuse through a micro-pore filter [14] . Using this method, we measured the inter-donor variability as well as deterioration rate of RBCs' mechanical properties. There are only attempts to correlate the mechanical and biochemical changes that occur during storage with inter-donor variability [13] . This manuscript reports our findings on the biochemical and mechanical properties of human RBCs with in vitro RBC quality assays. Our findings revealed significant inter-donor variability in both the mechanical and biochemical properties of RBCs. In addition, we show that blood from different donors has significantly different deterioration rates, which may provide insight into potential dissimilarities in the function and efficacy of transfused RBCs.
II. MATERIALS AND METHODS

A. RBC Collection and Processing
Venous whole blood was drawn from 9 healthy donors following AABB standards at the San Diego Blood Bank. Briefly, blood was collected into citrate phosphate double dextrose (CP2D) and then centrifuged to remove the supernatant. RBC units then received the RBC additive solution AS-1. The red cells and additive solution were mixed thoroughly and passed through a leukodepletion filter into the final storage bag. The filtered red cell product was then held in refrigerated storage (1-6°C) until 24 hours after blood draw to wait for the viral testing results. Once cleared, aliquot bags were sterilely connected to the units of blood for sampling for this study. For sampling, all but one aliquot bag was clamped off. Blood then flowed into the single open aliquot bag until full. The open tube was then irreversibility crimped closed using hermetic seal clips (Fenwal, Lake Zurich, IL). The single full aliquot bag was then separated for use.
B. RBC Oxygen Transport and Biochemical Assays
ATP and 2,3-DPG concentrations were analyzed in neutralized perchloric acid extracts of RBCs by use of kits (Boehringer, Mannheim, Germany) adapted for use with an automated spectrophotometer (Roche, Basel, Switzerland). Hb was determined by the cyan methemoglobin technique, and the supernatant Hb was expressed as percentage of total Hb. The inorganic phosphate concentration in the SM was analyzed with a phosphate determination kit (Roche, Mannheim, Germany) and an automatic analyzer (Hitachi 717 automatic analyzer, Hitachi, Tokyo, Japan). Hematocrit (Hct) was determined with centrifugation at 8,000 × g.
C. RBC Filterability Assay
Deformability was measured using the cellular filtration method [19] . Briefly, the RBC suspension was adjusted to 10% Hct with saline and forced through a Teflon membrane filter with 5.0 μm pores (Millipore, Temecula, CA) at various flow rates (300, 500, 700, 900, 1100, 1300, 1500 μL/min). A reservoir on the output of the 5 μm was used to prevent blood from dripping, which affected pressure measurements. Pressure transducer measurements were gathered with a BIOPAC MP150 amplifier and pre-filter (BIOPAC Systems, Goleta, California), acquired by a BNC-2110 connector box (National Instruments, Austin, TX), and then digitized (Fig. 1) . The signal was then processed and stored via a custom LabVIEW program (National Instruments).
For each flow rate, a baseline pressure was generated by passing saline solution through the filter. This signal was used to normalize pressure readings and isolate the RBC's effect on resistance from that of the saline.
The resistance of a pore containing an RBC relative to a pore without an RBC was calculated via (1). This relative resistance (β) quantifies the resistance of a single cell passing through a pore, independent of RBC concentration, and the cell to pore volume [20] .
Where P i is the initial rise in filtration pressure for blood solution, P 0 is the initial rise in filtration pressure for saline, V is the mean corpuscular volume to filter pore volume ratio, and h is the hematocrit [21] .
D. Signal Processing
The pressure signal was amplified 5000× and then passed through a low pass filter with a −3dB frequency of 300 Hz. The signal was then sampled by the ADC at a rate of 100 Hz. The data was then filtered using a 2nd stage low pass Butterworth filter, with a 1 Hz cut off frequency.
E. Statistical Analysis
Results are presented as means ± standard deviation (SD). Two-way ANOVA was used to compare each unit to the other units of blood for every time point. MATLAB 2014b, (MAT-LAB 9.0 The MathWorks Inc., Natick, MA, 2014) was used to interpolate all surfaces for filterability (flow again storage time) and calculate the gradient of filterability (2)
Where t is the storage time and Q is the flow rate at each point on the interpolated surface in order to quantify the flow rate and storage time that results in the rate of maximum increase in the β factor. All statistical calculations were performed using GraphPad Prism 6.0 (GraphPad Software, Inc., San Diego, CA) with statistical significance attributed to values of P < 0.05.
III. RESULTS
A. RBC Filterability
Filterability, as quantified by the β factor, was calculated for each of the nine different units of blood as both a function of storage time (Fig. 2 ) and flow rate (Fig. 3) . Statistically significant differences were observed between the 9 units of blood after 5 weeks of storage at 100 μL min −1 and as early as 1 week of storage at 1500 μL min −1 . Numerical differences were calculated for the 3 units of blood (Units 3, 6, and 9) with the lowest Pearson r coefficient. These numerical differences, which quantify dβ/dt, are indicative of the deterioration rate of the filterability being a function of storage time. Statistically significant differences were found in dβ/dt after as early as 1 week at only a low flow rate of 100 μL min −1 ; however, these differences were not observed at higher flow rates. A similar trend was observed when filterability was plotted as a function of flow rate at different storage times. Filterability was statistically significant different at all storage times (2, 4, and 6 weeks) at low flow rates (100 and 300 μL min −1 ). Critical time and flow rate at which filterability deterioration rates are maximized. For the surfaces interpolated in Fig. 3 , the gradient was calculated using the gradient function in MATLAB with increment size of 0.1 weeks and 10 μL min −1 . The magnitude of the filterability gradient, (2), was calculated at every point on the surface, and the times and flow rates corresponding to the maximum magnitude of the filterability gradient were averaged and displayed here.
To better quantify the behavior of filterability storage lesions, a 3-dimensional surface was interpolated for each of the 9 units of stored cells (Fig. 3) . Equation (2) was used to calculate the magnitude of the filterability gradient. The magnitude was calculated at each of the points on the interpolated function (Fig. 4) , and the maximum value, which is indicative of the maximum rate of change of filterability, was found (Table I) for each of the 9 units of stored RBCs. On average, ∇β was found to be at a maximum at storage times between 4 and 6 weeks and at flow rates between 100 and 300 μL min −1 .
B. Metabolic Markers
Lactate, pH, and ATP: A summary of the metabolic markers (Lactate, pH, and ATP) of the 9 different units of blood as a function of storage time is presented in Fig. 5 . Note that the statistically significant differences between at least 5 of the 9 RBC units were observed at all storage times for all metabolic markers. Numerical differences were calculated to quantify the deterioration rates of these metabolic markers, for which no statistically significant differences were observed.
C. Oxygen Affinity (p50) and 2,3 DPG
P50 and 2,3 DPG concentration were measured over storage time and are presented in Fig. 6 . Statistically significant differences in p50 were observed between at least 7 of the 9 units of RBCs at all storage times; however, no statistically significant differences were observed in the numerical differences (i.e., deterioration rates). Furthermore, statistically significant differences in 2,3 DPG concentration between RBC units was observed at early storage times (between 1 and 3 weeks of storage), but disappeared after 4 weeks of storage. Likewise, statistically significant differences in the numerical difference of 2,3 DPG as a function of storage time were observed at low storage times between 1 and 2 weeks, but disappeared at later storage times. 
D. Extracellular Potassium and Hemolysis
Due to the increased RBC rigidity from storage, hemolysis and thus increased extracellular potassium are observed (Fig. 7) . Statistically significant differences in both measured extracellular K+ and hemolysis in at least 5 of the 9 units of RBCs were observed after 4 weeks of storage. Furthermore, statistically significant differences were observed in the numerical differences, indicative of deterioration rates, of both extracellular K+ and hemolysis between 5 and 6 weeks of storage.
IV. DISCUSSION
The principle finding in this study was that statistically significant differences were observed between units of blood for both biomechanical properties of blood (filterability), and biochemical properties of blood, including pH, lactate concentration, ATP concentration, p50, 2,3 DPG, hemolysis, and extracellular [K+] . Statistical deviations in filterability, as quantified by the variances in the observed β factor, were observed after 4 weeks of storage [22] . Furthermore, all biochemical properties of blood were found to statistically significant at all storage times after 1 week [23] . These statistical deviations between samples of blood are indicative of inter-donor variability between stored human RBCs, which are currently not taken into consideration in current blood storage protocols [16] . Furthermore, statistical variances were observed in deterioration rates of filterability, quantified as the numerical differences of the β factor in time β/t, at low flow rates, while few statistically significant deviations were observed for deterioration rates of ATP, pH, and lactate [23] . This result suggests that the rate of formation and degradation of ATP, pH, and lactate does not vary between donors, as they are a function of the enzymatic activity present in the blood [23] , [24] . However, for those biochemical properties that are a function of the mechanical rigidity of the stored RBCs, like extracellular [K+] and hemolysis, statistically significant differences were observed at late storage times [5] , [7] , [11] . This is likely due to these biochemical parameters being functions of RBC rigidity, and filterability, which quantifies red cell rigidity, was found to deteriorate at different rates between donors [6] .
There is great clinical need in defining a quantitative metric of stored RBC quality that is more informative of the relationship between storage lesions and physiological function. As a result, the current metric of 42 days storage can be improved upon in order to minimize clinical problems that result from transfusions and ultimately decrease the number of transfusions required by patients [25] . The rate of change of filterability as both a function of time and flow (2) was found to be maximized for all RBC units between 4 and 6 weeks of storage time and between 100 and 300 μL min −1 , indicating that on average, stored RBCs deterioration increases at approximately 4 weeks of storage time at low flow rates. As blood is shear-thinning fluid, viscosity decreases as shear rate increases. Therefore, at high shear rates (i.e., high flow rates), the viscous components of the stored RBCs are dominant, while at low shear rates (i.e., low flow rates), the elastic components of the stored RBCs are dominant. Therefore, increased rigidity will have greater influence on filterability at low shear rates, thus explaining why statistically significant differences were observed only at low flow rates/shear rates. As a result, this study provides a metric for testing the filterability of blood at low shear rates in order to quantify its rigidity. Because β, which quantifies the rate of change of filterability, is approximately the same range for all units of blood, testing filterability of RBCs at low flow rates after 4 weeks of storage can provide a metric as to how much long the RBCs before filterability increases to levels that can influence physiological functions. Inter-donor variability in mechanical properties (filterability) is a consequence of variations in the metabolic age of RBCs between donors. RBCs with an older metabolic age have decreased lipid and water concentration as well as higher density. Because lipids are the most compliant biomolecule of the RBC membrane, decreased lipid concentration results in an increased Elastic Modulus and thus overall increased rigidity. However, this process occurs not only because of storage lesions, but also naturally throughout the life of the cell. Thus, statistically significant variations in filterability can be attributed to the fact that the red cells are collected at different times in the maturation life cycle of the cell from every donor. Statistically significant changes in the rate of filterability increase, β/t, are a consequence of the nonlinear, viscoelastic behavior RBC membranes. Because populations of red cells in a blood unit have inherently different mechanical properties from the time of collection and because these mechanical properties deteriorate from storage lesion at different rates, their critical filterability occurs at different flow rates (shear rates). Data presented in Table I indicates that the storage time and flow rate when the critical filterability of each of the blood unit for different blood donors and highlights their differences.
Statistical significances in the initial (at early storage times) measured biochemical parameters, including pH, ATP concentration, lactate concentration, p50, 2,3 DPG, extracellular [K+] , and hemolysis, is also a consequence of differing metabolic ages between donor cells. Red cells with an older metabolic age on average have decreased phosphate ester concentration, thus explaining statistical differences between 2,3 DPG and ATP. Statistical differences in pH, lactate, hemolysis, and extracellular [K+] can be explained by the statistical variations in the initial membrane rigidity. Membrane rigidity makes red cells more predisposed towards lysis thus increasing hemolysis and extracellular [K+] . Decreased enzymatic activity in older red cells, including PGK, PK, G6PD, and 6PGD, which are important in the RBC pentose phosphate pathway, results in decreased RBC metabolism. This results in decreased lactate production and ultimately less changes in pH, which explains statistical variations and interdonor variability in both pH and lactate concentration. However, no statistical variations were observed in deterioration rates in the metabolic properties observed in this study not only because the red cells were stored in the same chemical environment (AS-1), but also because deterioration rates are a consequence of enzymatic activity, which does not likely vary between donors.
Previous studies have shown statistically significant differences, and thus inter-donor variability, in RBC mechanical fragility (MF), % hemolysis, and Mean Corpuscular Volume (MCV) [13] . Our studies expand on this finding by not only correlating bulk mechanical properties, like filterability, with inter-donor variability in the mechanical properties of red cells, but also by providing a mathematically determined quantitative metric for testing red cell mechanical properties. Regulatory agencies and scientific societies such as the FDA and the American Association of Blood Banks (AABB) mandate that packed RBC units can be stored up to 42 days based on the premise that at least 75% of transfused RBC will be circulating 24 hours posttransfusion [26] . Ultimately, such a metric can be applied to test blood quality in a clinical setting. Clinical studies have found correlation between blood transfusions and increased adverse events post transfusion, including adverse immune responses and susceptibility to infectious complications [27] . Review of twenty clinical studies evaluating the effect of RBC transfusion on oxygen delivery showed that transfusion universally increased the hemoglobin concentration, but did not increase oxygen delivery in 75% of the studies [28] . The reason for this observation might be due to biophysical and biochemical changes occurring to RBCs during storage, therefore, supporting the need for quantitative metric for RBC quality before blood transfusion. This study provides both a method for such a measurement as well as a mathematically determined threshold for testing.
While this study provides correlations between RBC mechanical and biochemical deterioration as a function of storage times as well as evidence of inter-donor variability of donor red cells, it is unknown which of the measured biochemical and biomechanical parameters has significant effects implications on oxygen delivery to tissues. Stored blood is less able to pass through capillaries in the microcirculation resulting in decreased functional capillary density [19] . 2,3-DPG depletion results in increased RBC oxygen affinity, which prevents oxygen release to tissue. In addition, nitric oxide levels fall by up to 70% within hours of storage, resulting in vasoconstriction, reducing microcirculatory flow and oxygen delivery [29] . Future studies should aim to correlate biochemical and biomechanical properties with physiological changes in oxygen delivery and identify which parameters are most important to preserve during storage to maintain oxygen delivery in order to create both a correlation between filterability and oxygen delivery as well as a threshold value of filterability, past which the transfusion of the tested RBCs would result in transfusion related adverse effects. Future studies should aim to both confirm these results for larger populations and correlate the time and flow rate metric for filterability testing interpolated from the data in this study with changes in oxygen carrying capacity and tissue perfusion in order to determine a better threshold for testing of RBC storage lesions.
V. CONCLUSIONS
This study presented statistical variations and consequently inter-donor variability between 9 units of stored human RBCs in both mechanical properties, as quantified by filterability, and biochemical properties, including pH, lactate concentration, ATP concentration, p50, 2,3 DPG, hemolysis, and extracellular [K+] . Furthermore, this study found statistical variations in the deterioration rate of filterability after 4 weeks of storage and mathematically determined that the rate of change of filterability was found to increase fastest between 4 and 6 weeks and 100 and 300 μL min −1 for all 9 units of stored RBCs. While these studies show inter-donor variability between only 9 units of RBCs, future studies should confirm these results with a higher sample size and correlate the change in oxygen carrying capacity and tissue perfusion that results with the filterability at the mathematically determined critical storage time and flow rate.
